Important Safety Information ———

. Please take the time to familiarise yourself with all the aspects of your v
HydroTilt and its functions before using the chair.

. Please refer to the CareFlex seating manual for full details of the chair's v

operation, cleaning and maintenance.

Do not 'ride' on the push handles or subject them to excessive loads V

Do notsit on the Legrest or subject it to excessive loads

Do not adjust the seat length whilst a client is sat in the chair
Always ensure that the client's feet do not drag on the ground when the a r e
chair is moved by elevating the Legrest to lift their feet off the floor.

. Always ensure that there are no obstructions under the chair and that
there is plenty of space around the chair before using the Tilt-in-Space
facility.

. Always apply both brakes when the client is transferred to or from the
chair.

° Always try to avoid storing or using the chair in areas where it may
obstruct exits or passageways.

YOUR LOCAL CAREFLEX DISTRIBUTOR IS:

specialist seating requirements.

WARNING

A level of supervision appropriate to the user's abilities should be
applied at all times.
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